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Alger Light Positioning (Overhead View)

15 5/8”

(left to right)

16 5/8”

(head to foot)

Ideally center the Alger Light with LED 

over the center-line of chair. If there is 

obstruction in the center the light can 

be off-center approximately 12”  to 

either side of center.

May offset center

to right by 12”

May offset center

to left by 12”

Alger Light Positioning (Side View)

Ideally position the Alger Light with LED 

between the hip and knee if you work with the 

patient in the "reclined " position.
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